A high-speed, non-invasive velocity diagnostic has been developed for measuring plasma rotation. The Doppler shift is determined by employing two detectors that view line emission from the identical volume of plasma. Each detector views through an interference filter having a passband that varies linearly with wavelength. One detector views the plasma through a filter whose passband has a negative slope and the second detector views through one with a positive slope. Because each channel views the same volume of plasma, the ratio of the amplitudes is not sensitive to variations in plasma emission. With suitable knowledge of the filter characteristics and the relative gain, the Doppler shift is readily obtained in realtime from the ratio of two channels without needing a low throughput spectrometer. The systematic errors -arising from temperature drifts, stability, and frequency response of the detectors and amplifiers, interference filter linearity, and ability to thoroughly homogenize the light from the fiber bundle -can be characterized well enough to obtain velocity data with ±1 km/sec with a time resolution of 0.3 msec.
I. Introduction
Measurements of plasma rotation have been important in fusion research for decades with theories of parallel impurity velocity based on neoclassical effects first developed in the 1970's. 1 In neutral beam experiments in particular, the effects of momentum transport are important as plasmas are accelerated to supersonic velocities.
Using a variety of techniques, including magnetic probes, Mach probes 2 , streak photography, and spectroscopic measurements 3 (including charge exchange measurements on neutral beams 4 ), physicists have used rotation measurements to examine issues involving transport, instabilities, β-limits, and the effects of radial electric fields. High-resolution, low throughput spectrometers 5 have been built and successfully used for diagnosing fusion plasmas even with low rotation. The disadvantages are cost and data collection speed. Other spectroscopic techniques developed more recently, such as the MOSS camera system, employ time-delayed Fourier Transform
Spectroscopy and other optical coherence techniques in the time domain. 6 This enhances the optical throughput by eliminating the need for an entrance slit. 7 In this paper, a non-invasive velocity measurement is presented that also eliminates the need for a grating spectrometer, allowing for reduced expense, highthroughput and fast time response. This diagnostic has been developed for use on Columbia's HBT-EP, a tokamak designed to examine the feasibility of high-beta operation stabilized with a combination of close-fitting conducting walls, plasma rotation, and active feedback. 8 In particular, the MHD stabilization program includes using a biased edge probe as well as fast feedback control of the plasma rotation relative to the conducting wall. The plasma parameters are: 92-97 cm major radius, 15-19 cm minor radius, < 15 kA plasma current, 3 kG toroidal field, < 80 eV central electron temperature, and < 10 1 3 cm -3 electron density.
-3 -
The goal of the HBT-EP program is to observe toroidal rotation at the q = 2 surface at r/a = 0.75 where magnetic islands form. In this region about 4 cm from the plasma's edge, the estimated temperature is 10 to 20 eV so the intense He II (4f → 3d) line complex at 468.6 nm is used. At 54.4 eV, the ionization potential of He + is large enough to prevent burnthrough in a 10 -20 eV plasma if the ion confinement times are < 1 msec, as is likely in HBT-EP where the pulse lengths are typically 6 -8 msec.
Adequate emission from the He II line has been measured on HBT-EP in deuterium plasmas that are seeded with 10% helium.
The novel aspect of this technique is that the Doppler shift is calculated from the ratio of the light intensity from two detectors rather than by resolving the emission line with a grating spectrometer. The ratio of the signal intensities, each split from the optical path, is not sensitive to changes in plasma emission because the two detectors are made to observe the identical volume of plasma. But passing the light in one channel through an interference filter having a passband with a negative slope and in the other channel through a positive-slope bandpass filter does modify the signal ratio if the emission line is shifted, as shown in Figure 1 . For linear bandpass filters, the ratio is not sensitive to changes in the ion temperature. Modeling the filter transmission functions in the linear passband region as
, where ± denotes the filter with either a positive or negative slope, the equation that relates the Doppler shifted wavelength to the signal ratio ρ is simple and can easily be performed in real time
where 
Uniformity of the Splitting of the Light Path
Ensuring the viewing of identical volumes is complicated by the low density and modest Ohmic heating capability in HBT-EP. The light is transmitted from the tokamak to the detectors via a bundle of seven 1-mm diameter silica fibers as shown in Figure 1 . The magnification due to the imaging lens at the tokamak is 16 so the collection area in the plasma of the fiber bundle is 11 cm high by 1.6 cm wide. Because spatial fluctuations in the plasma emission over the 18 cm 2 viewing area are likely cause individual fibers to observe regions of different emission, the light must be thoroughly homogenized. This is accomplished by using two approaches:
1. Splitting the light with 'Y' fiber bundle comprised of about 300 60 µm diameter close packed randomized fibers.
2. Inserting a mode mixer, a 100-mm long, 3-mm diameter silica rod with polished ends, butt-coupled to the bundle with index matching gel. The intrinsic f/no. of one tenth of the rod length is 100/3/10 = 3.3, so except for 1/(4×f/no.) 2 or 0.5% of the flux, the light is internally reflected in the rod at least ten times.
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The resulting uniformity of the combined light is illustrated in Figure 3 , which superimposes three images of the bundle. The leftmost depicts one branch of the bundle backlit with a red LED and the rightmost the other branch with a blue LED. The center image is with both branches illuminated. The combined purple image has a uniform color.
Linearity of the Interference Filters
The modeled bandpass shapes for the positive and negative slope filters, as ordered from Barr Associates, Westford, MA are shown in Figure 2 . The asymmetry designed into the passbands maximize the width of the linear region of the transmission function as well as the sharpness of the slope. Filters at 468.6 nm with steep passband slopes (100 -200% per nm) and less than a 0.1% deviation from linearity over a 0.2 nm width were procured from Barr. The sensitivity of the signal ratio to shifts in wavelength was measured by using a slit spectrometer with a 0.05 nm instrumental width to illuminate the fiber splitter. For the filters as manufactured, the ratio as a function of the incident wavelength is shown in Figure 4 . The variation of the signal ratio to wavelength is quite sensitive: the signal ratio changes by nearly a factor of 2 for about only 0.1 nm of shift, confirming that a signal resolution of 1% can detect a wavelength shift of only 0.001 nm. 9 In principal the shifted wavelength may be found by simply interpolating from The result is shown in Figure 5 
Calibration of the Frequency Response of the Detectors/Amplifiers
Amplitude and phase calibration is vital to prevent the measured signal ratio at a given harmonic from being distorted by variations in relative gain or phase shift in the detectors/amplifiers. For calibrating, the input signals are applied to the detectors optically so that no capacitive loading from connecting leads distort the measurement.
An LED, driven by a frequency generator is used to illuminate the trunk of the fiber optic "Y" with a swept sinusoid as shown in Figure 6 . The signals are recorded with the same anti-aliasing filters and LeCroy 6810 digitizer that are used for taking plasma data.
The amplifiers used are medium bandwidth (400 kHz frequency response) circuits, very low-noise current-to-voltage converters originally developed for use in optical diagnostics on TFTR. 10 The circuit employs a biased high quantum efficiency FFD-040 PIN photodiode that, unlike a PMT whose gain drifts in time or an APD whose response varies strongly with temperature, has a very stable responsivity. Lack of internal photoelectron multiplication of course is paid for by low light sensitivity and amplifier noise limits detectability. This circuit is designed to significantly reduce the Though the stages were designed to complement each other so the overall frequency response is flat, there are small deviations around the breakpoints, particularly the one at the 300 Hz cutoff frequency of the first stage. The signal generator used for calibration could sweep for no longer than 20 msec, so the frequency resolution is ≥ 50
Hz, adequate to reasonably resolve the 300 Hz cutoff. Unfortunately, the generator can sweep only a decade and a half in frequency at each frequency setting (a factor of 40) so the calibration had to be broken into successive frequency bands, rendering the process somewhat tedious. The first frequency band calibrated is illustrated in Figure 6 where the generator swept from 50 Hz to 2 kHz. The calibration sequence is:
• Sample at 10 kHz to keep Nyquist frequency well above the maximum 2 kHz to be measured
• Use 256 points per segment, so the duration is 25.6 msecs, enough to record each sweep from the generator, as shown at the top of Figure 6 .
• To utilize all the 524K samples in the digitizer memory, take 2048 segments (for a total duration of 52 seconds).
Because the sweep duration is analog controlled, it tends not to be exactly 25.6 msec, so synchronization with the data window is lost after dozens of pulses. This is easily tracked and compensated in the software, albeit needing some manual interaction.
FFT's are performed on each segment and the auto and cross spectra are calculated.
With 2048 segments to average, the relative error is 2.2%. To further reduce calibration error to less than 1%, five of the 52-second long "shots" were averaged.
The second trace and third traces in Figure 6 show the relative amplitude response and the phase shift up to 2.5 kHz. The amplitude response varies by 3-4%.
The phase shift varies by almost 2° up to the breakpoint at 300 Hz, and then is fairly constant, clearly showing the need for a calibration with good frequency resolution.
This calibration procedure must be repeated twice more for frequencies corresponding to the 500 Hz to 20 kHz and 5 kHz to 200 kHz bands. The calibration sequences were analogously determined, e.g., for 500 Hz to 20 kHz, the sample rate was increased to 100 kHz to maintain the Nyquist criterion. To sample the 20 msec swept pulse, 256 segments of 2048 points were taken. Due to the lower number of segments per shot, 16 shots were averaged to reduce to relative error to 1.6%. By 20 kHz, the relative amplitude response variation increased to 10% --ten times the expected variation from the Doppler shift --and the phase shift increased to almost 3.5°.
Results

-9 -
All the systematic errors due to variations in plasma intensity, filter linearity, and frequency response conspire to exhibit spurious Doppler shifts. Fortunately, the results of all these calibrations can be tested easily. Simply viewing the plasma perpendicular to the anticipated particle flow ideally results in a constant signal ratio over time. This is shown for a HBT-EP discharge in Figure 7 where the top trace shows the signal from each channel. They are nominally identical, showing the burnout of the initial helium content in the fill gas, followed by a more steady level representing the flow of neutral helium from the edge. The fluctuations of 20% or so in the intensity are due to reconnection events such as edge modes and sawteeth. The time history of the signal ratio is also shown in Figure 7 , after adjusting for relative detector calibration and applying a 3 kHz low-pass digital filtering. The variation in the signal is less than ±1%, with the large amplitude oscillations before and after the discharge resulting from a divide-by-zero error in the ratio when no light is present. The calculation of the wavelength shift from Eq. (1) shows that throughout the time history, the error in the wavelength shift is less than 0.001 nm and the corresponding ion velocity excursioni.e.,
 c --is less than ±1 km/sec. With more light available, e.g., from a strongly heated plasma dissipating more power in a high density edge, this diagnostic should be able to discern a corresponding lower minimum rotation velocity.
Returning the detector to its tangential view shows the toroidal rotation in HBT-EP. In 1 km/sec. Figure 8 , the plasma rotation accelerates to 5 km/sec while the plasma is heated, as indicated by the increasing soft X-ray signal. Even without position feedback control, the radial equilibrium is maintained from 2 to 7 msec; the major radius changes by only about 0.5 cm. At 4 msec, an n=2 mode begins to grow and by 5 msec, the plasma stops
accelerating. At 6 msec, a burst in the n=2 signal shows a sudden braking of the plasma that is coincident with a magnetic reconnection event and an abrupt drop in temperature. But after the event, the SXR signal recovers and the plasma quickly reaccelerates to 5.5 km/sec. At 6.5 msec, the plasma brakes strongly, becoming locked at 7 msec. At this instant, the MHD signal again increases dramatically, and the plasma temperature crashes. The plasma immediately disrupts, indicated by the loss of radial equilibrium.
In many HBT-EP discharges, strong damping of the rotation is coincident with spikes in magnetic mode activity and sudden jogs in major radius due to changes in magnetic equilibrium. In plasmas with minor disruptions, the rotation is observed to drop suddenly during these spikes and accelerate rapidly afterwards. If the rotation is completely braked, the plasma always terminates immediately in a major disruption. The center image is with both legs backilluminated. To limit the loss of radial resolution, the bundle is curved to match the curvature of the poloidal flux contours. 
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